
  
 

  
  

    
   

 
   

 
 

   
 

  
 

      
 

        
  

 
 

  
    

  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
             

     
    

  
 

  
 

     
 

 

 
 

           
  

 
   

       
  

  
      

 

 

DEPARTMENT OF HEALTH & HUMAN SERVICES 
Centers for Medicare & Medicaid Services 
7500 Security Boulevard, Mail Stop C2-21-16 
Baltimore, Maryland  21244-1850 

Center for Clinical Standards and Quality/ Quality, Safety & Oversight Group 

Ref: QSO-18-14-CLIA REVISED 
DATE: October 16, 2026 

TO: State Survey Agency Directors 

FROM: Director, Quality, Safety & Oversight Group (QSOG) 

SUBJECT: REVISED: Clarification Regarding Fine Needle Aspiration (FNA) Specimen 
Adequacy Assessment, Rapid On-site Evaluation (ROSE) and Workload Limits 

Memo Information: 
Memo revision date: 2026-10-16 
Original release date: 2018-03-16 

Memorandum Summary 

• The Centers for Medicare & Medicaid Services (CMS) is providing 
clarification related to FNA and ROSE under the Clinical Laboratory 
Improvement Amendments of 1988 (CLIA). 

• A slide assessment that provides only a determination of specimen adequacy is 
not considered to be a slide examination for purposes of determining workload 
limits in accordance with 42 CFR 493.1274(d). 

• Thus, when establishing workload limits for qualified individuals during specimen 
adequacy assessment or during diagnostic slide examination, workload limits should 
be determined as described herein. 

Background: 
CLIA was passed in 1988 following the identification of serious problems in laboratories, which 
included including cytotechnologists screening such high numbers of slides, leading to a high 
risk of that the risk of improper diagnosis was extremely high. CMS established at 42 CFR 
493.1274(d) a requirement to establish a workload limit for the amount of slides each individual 
may screen within a 24-hour period. 

During a Fine Needle Aspiration (FNA) procedure, material is aspirated from a suspicious 
site, and then an adequacy assessment or a Rapid On-site Evaluation (ROSE) is performed 
microscopically by a qualified individual to assure that diagnostic material is present. This 
adequacy assessment helps to ensure that the aspiration will not need to be repeated for the 
diagnostic slide examination.  These slides are not fully screened at this time. Once specimen 
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adequacy has been determined, laboratories, including physician office laboratories, that 
perform diagnostic examination of FNA or ROSE slides must comply with CLIA 
regulations, including, but not limited to, 42 CFR 493.20 and 493.25, as applicable.  CMS 
has received questions regarding whether adequacy assessments or a ROSE must be 
performed on the premises of a CLIA-certified laboratory. 

Discussion: 
Determination of Specimen Adequacy and Workload Limits 
A slide assessment that provides only a determination of specimen adequacy, that is, verification 
of an adequate cellular representation of the suspicious site (hereinafter referred to as a 
“specimen adequacy assessment”), and not any information for the diagnosis, prevention, or 
treatment of any disease or impairment of, or the assessment of the health of, human beings, is 
not considered to be a slide examination for purposes of determining workload limits in 
accordance with 42 CFR 493.1274(d).  However, specimen adequacy assessment is considered 
part of a cytological screening and must be done on the premises of a CLIA-certified laboratory 
in accordance with 42 U.S.C. 263(f)(4)(B)(vi) and 42 CFR 493.1274(a). Refer to memo QSO-23-
15-CLIA-REVISED for guidance regarding CLIA certification for examination of cytology slides 
and digital images of slides. Thus, When establishing workload limits for qualified individuals 
during specimen adequacy assessment or during diagnostic slide examination, workload limits 
should must be determined as follows in accordance with 42 CFR 493.1274(d): 

A. During Adequacy Assessment 
Specimen adequacy assessments such as those described above are not counted toward 
the individual’s daily slide workload limit. However, the time spent by the individual 
performing such specimen adequacy assessments must be used to prorate the maximum 
number of slides the individual can examine in a 24 hour period. To determine how the 
remaining time is used to prorate the maximum number of slides that can be examined 
during an individual’s workday, please refer to the formula described in 42 CFR 
493.1274(d)(2)(ii). This prorating formula is also listed below: 

For the purposes of establishing workload limits for individuals examining slides in less 
than an 8-hour workday (includes full-time employees with duties other than slide 
examination and part-time employees), a period of 8 hours is used to prorate the 
number of slides that may be examined.  The formula— 

B. During Diagnostic Slide Examination 
1. If a pathologist or a cytologist performs the primary examination/evaluation of a slide, 

each slide is counted toward their daily slide workload limit. 

2. If a pathologist performs a secondary examination of a cytology slide after a previous 
cytologist or pathologist has performed the primary examination/evaluation, the slide is 
NOT counted toward the secondary pathologist daily slide workload limit. As per 42 
CFR 49.1274(d)(2)(iv), previously examined cytology slides are not required to be 
counted in the 100 slide workload limit. 
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Contact: 
For questions or concerns relating to this memorandum, please contact 
LabExcellence@cms.hhs.gov. 

Effective Date: 
Immediately. Please communicate to all appropriate staff within 30 days. 

/s/ 
Melissa C. Daly 

Acting Director, Quality, Safety & Oversight 
Group 

Resources to Improve Quality of Care: 
Check out CMS’s new Quality in Focus interactive video series. The series of 10–15 minute 
videos are tailored to provider types and aim to reduce the deficiencies most commonly cited 
during the CMS survey process, like infection control and accident prevention. Reducing these 
common deficiencies increases the quality of care for people with Medicare and Medicaid. 
Learn to: 

• Understand surveyor evaluation criteria 
• Recognize deficiencies 
• Incorporate solutions into your facility’s standards of care 

See the Quality, Safety, & Education Portal Training Catalog, and select Quality in Focus 

Receive email notification for memos: 
Get guidance memos issued by going to CMS.gov page and entering your email to sign up. 
Check the box next to “CCSQ Policy, Administrative, and Safety Special Alert Memorandums” 
to be notified when we release a memo. 
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